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Ultraviolet Germicidal Irradiation    

Ultraviolet germicidal irradiation (UVGI) is a disinfection method that uses short-wavelength ultraviolet            

(UV-C) light to kill or inactivate microorganisms by destroying nucleic acids and disrupting their  

DNA, leaving them unable to perform vital cellular functions. UVGI is used in a variety of applications,                  1

such as food, air, and water purification, and it has been used extensively in medical environments. UV-C                 

light does not make it through to the Earth's surface as the ozone layer of the atmosphere absorbs and                   

reflects it. UVGI devices in the past have been used in closed systems of circulating air or water to make                    

them inhospitable environments to microorganisms such as bacteria, viruses, moulds and other            

pathogens. The application of UVGI to disinfect has been an accepted practice since the mid-20th                2 3

century. It has been used primarily in medical sanitation and sterile work facilities. Increasingly, it has                

been employed to sterilize drinking and wastewater, and in recent years UVGI has found renewed               

application in air purifiers.   4

 

Effectiveness of UV-C Lighting in eliminating viruses  

All bacteria and viruses tested to date (many hundreds over the years, including other coronaviruses)               

respond to UV disinfection. Some organisms are more susceptible to UV-C disinfection than others, but               

all tested so far do respond at the appropriate doses. UV light, specifically between 200-280nm (UV-C or                 

the germicidal range), inactivates (aka, ‘kills’) at least two other coronaviruses that are near-relatives of               

the COVID-19 virus: 1) SARS-CoV-1 and 2) MERS-CoV. UV-C disinfection is often used with other               

technologies in a multi-barrier approach to ensure that whatever pathogen is not “killed” by one method                

(say filtering or cleaning) is inactivated by another (UV-C).  5

 

The novel application of Ultraviolet germicidal irradiation is the use of UV light to disinfect environmental                

surfaces in vacant rooms. Studies have evaluated the effectiveness of using UV technologies for              

disinfecting patient rooms in hospitals using a variety of portable and fixed devices. These studies cited                

have reported that UV light can significantly decrease the bio-burden of common multidrug-resistant and              

spore-forming pathogens, including MRSA, Acinetobacter spp., VRE, Mycobacteria, Ebola virus, and           

Clostridium Difficile on contaminated environmental surfaces in the healthcare settings by up to 4 log.  

1 ULTRAVIOLET GERMICIDAL IRRADIATION 
https://web.archive.org/web/20160806185506/https://www.liverpool.ac.uk/media/livacuk/radiation/pdf/UV_germicidal.pdf 
 
2 ULTRAVIOLET DISINFECTION GUIDANCE MANUAL FOR THE FINAL LONG TERM 2 ENHANCED SURFACE WATER TREATMENT RULE, 2006 
https://nepis.epa.gov/Exe/ZyPDF.cgi?Dockey=600006T3.txt 
 
3 ULTRAVIOLET LIGHT DISINFECTION TECHNOLOGY IN DRINKING WATER APPLICATION - AN OVERVIEW 
https://bit.ly/3dEDLuv 

 
4 ULTRAVIOLET LIGHT DISINFECTION IN THE USE OF INDIVIDUAL WATER PURIFICATION DEVICES https://bit.ly/2QVx25T 

 
5 IUVA RELEASES FACT SHEET ON UV DISINFECTION FOR COVID-19  https://bit.ly/2wKMFG8 
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This research also found that continuous low doses of UV-C light will kill airborne flu viruses. IUVA (The                  6

International Ultraviolet Association) establishes that UV-C lighting can help play an important role in a               

multiple barrier approach to reducing the transmission of the virus causing COVID-19, SARS-CoV2 based              

on current disinfection data and empirical evidence.  7

 

UV-C Lighting is shown to provide comparable results to cleaning with Hydrogen Peroxide. Based on a                

study comparing the two, it was found that both the UV and the hydrogen peroxide technologies can be                  8

used for disinfecting room surfaces and equipment because of their broad-spectrum antimicrobial            

activity against pathogens. However, using Hydrogen Peroxide for Surface Disinfection is not viable in              

most environments. This is due to the cost of installation, ongoing use costs, and the cleaning processes                 

required to be introduced. The installation of a hydrogen peroxide system for Schools and Offices               

requires closing the HVAC system and sealing the doors to prevent its escape. It is also time-consuming.                 

The process requires 2.5 to 5 hours, manual cleaning, and the fumes to be ventilated out of the room                   

before use. In addition, the constant use of chemicals in classrooms, daycare facilities, and aged care                

facilities will further complicate health issues. Germicidal Lighting, on the other hand, is comparably easy               

to install, requires no HVAC alteration, and has no chemical safety implications.  

 

A study made by Dr Edward A. Nardell et al. on the safety of Upper-Room UVGI in the Tuberculosis                   

Ultraviolet Shelter Study (TUSS) with the use of louvred wall-mounted and ceiling-mounted UVGI fixtures              9

in retro-fitted buildings such as factories, schools etc. concludes that Upper-Room UVGI has the capability               

to provide substantial protection at a low cost and can be adapted to older buildings. This research                 

complied with the guidelines set forth by The American Conference of Government Industrial Hygienist              

(ACGIH) committee on physical agents in establishing a TLV for UV-C exposure, which is supported by the                 

International Commission on Non-Ionizing Radiation Protection and is used in setting lamp safety             

standards by the Illuminating Engineering Safety Standards of North America. Safety precautions were             

also taken, such as utilizing equipment containing switches that deactivate fixtures when opened. UV              

systems were installed on dedicated electrical circuits that can be turned off only with special keys                

possessed by maintenance personnel. Training was given to all shelter personnel, and bilingual notices              

about safety practices were placed to inform occupants that UV was in use. Although it was primarily                 

focused on air purification, TUSS constitutes the largest study of UV safety to date.  

 

 

6 UV LIGHT THAT IS SAFE FOR HUMANS BUT BAD FOR BACTERIA AND VIRUSES 
https://www.genengnews.com/topics/translational-medicine/uv-light-that-is-safe-for-humans-but-bad-for-bacteria-and-viruses/  
 
7 IUVA RELEASES FACT SHEET ON UV DISINFECTION FOR COVID-19  https://bit.ly/2wKMFG8 
 
8 REVIEW OF THE EFFICACY OF UVC FOR SURFACE DECONTAMINATION INTRODUCTION https://bit.ly/2xFJP5l 
  
9 SAFETY OF UPPER-ROOM ULTRAVIOLET GERMICIDAL AIR DISINFECTION FOR THE ROOM OCCUPANTS: RESULTS FROM THE TUBERCULOSIS                
ULTRAVIOLET SHELTER STUDY https://bit.ly/3dMjQtV 
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IUVA encourages consumers to exercise caution when selecting UV-C equipment given the wide array of               

UV-C devices marketed for disinfection of air, water, and solid surfaces. This is due to the lack of uniform                   

performance standards and the highly variable degree of research, development, and validation testing             

that is performed on different devices.   10

 

The intense wavelength of UV light is known to degrade colour and chemical composition of plastics. This                 

is most commonly due to the wider spectrum UVA and UVB light. In the photodeterioration of paints,                 

varnishes, and textiles, the quantum yield is several orders of magnitude less than unity. For the                11

bleaching of certain dyes, the quantum yield has been reported to be about 0.002, meaning a thousand                 

photons must be absorbed before two molecules are bleached. Quantum yields as low as 0.0001 (10,000                

photons per molecule) have been reported for most plastics. High-quality pure plastics are relatively              

resistant to UV, but impurities and residual solvents in low-grade plastics are mainly responsible for their                

quick photodegradation. The proposed commercial areas that could benefit from UVGI lighting contain             

materials that are of commercial standards and will not commonly fade. The nature of UVGI being                

composed of a narrower wavelength than UVA and UVB light means they are absorbed by other smaller                 

molecules before reaching the pigment of the dye. Most materials have a protective coating which is                

resistant to this narrow wavelength UVGI spectrum and does not allow the pigment underneath to be                

affected. Based on several decades of use, experience has shown that, with few exceptions, any UV                

induced damages tend to remain superficial and do not generally affect the structural or mechanical               

integrity of plastic components. Plastics such as motor belts and conduits used in the HVAC industry have                 

proven to withstand UVGI very well over the last 20 years of accumulated field experience. 

 

(Kowalski, 2010) UVGI has a definite future in the control of contagious diseases and, if applied on a                  

widespread basis, it may be the key to controlling epidemics and pandemics. No other current technology                

has the capability, the adaptability, and the favourable economics to make it viable for an extremely wide                 

variety of disease control applications. From healthcare applications to schools and residential            

environments, UVGI has the ability to eradicate many contagious diseases in an efficient and automated               

manner. The advent of multidrug-resistant microbes like MRSA and XTB and emerging pathogens like              

SARS and Avian Influenza is likely to stimulate the increased use of UVGI systems in an ever wider                  

number of applications.  12

 

 

 

10 IUVA RELEASES FACT SHEET ON UV DISINFECTION FOR COVID-19 https://bit.ly/2UvhKXw 
 
11 ACCELERATED AGING, PHOTOCHEMICAL AND THERMAL ASPECTS https://bit.ly/2WTohgk 
  
12 ULTRAVIOLET GERMICIDAL IRRADIATION HANDBOOK: UVGI FOR AIR AND SURFACE DISINFECTION https://bit.ly/3awLUiP 
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The Brightgreen Solution - Germicidal UV-C Lighting  

UV-C (254nm), as multiple studies have shown, kills viruses, bacteria, and other organisms. It is able to                 

sterilise surfaces, as well as kill viruses in the air. It does, however, cause skin and eye damage to humans                    

and damage to other living organisms such as plants and animals at high intensity and duration.                

Brightgreen has designed a combination of UVGI and white visible light with advanced human presence               

sensors and automated software that ensures the probability of unsafe human exposure is minimised to               

manageable levels. This is achieved with a lighting system containing advanced presence detection and              

tracking using stereoscopic sensors and a connected array of traditional PIR sensors. Software has been               

developed for smart scheduling and networked sensing to allow for multiple levels of redundancy to               

prevent exposure and minimise compliance for procedure and human operation.  

 

At the core of the system, is Brightgreen’s Wellness software. This is based on smart algorithms which are                  

updated in real-time from the sensor network installed in the building. This enables the system to                

recognise the occupancy and activity of rooms. The system also involves digital interface devices allowing               

the configuration, programming, and notification of the lighting system. This ensures that multiple             

parameters are met before enabling the germicidal lighting function to sterilize the room. The lights have                

their own second layer of safety with the UV and Tru colour white lighting being configured on separate                  

circuits inside the single fitting. Each fitting contains a localised occupancy sensor which deactivates the               

UV-C light when movement is detected. Through the set-up and correct use of this system, UV-C                

germicidal lighting is suitable to be installed in many commercial settings without any dangerous              

exposure to humans. The system complies with the following Guidelines and Standards:  

 

AS/NZS STANDARDS 

 

AS/NZS 60335.2.27:2010 

3.101 Ultraviolet emitter (200nm to 400nm) 

3.103 Effective irradiance 

6.101 Appliances for commercial use only 

7. Marking and instructions 

22.110 UV appliances shall incorporate a control that terminates the emission of the             

radiation. Annex BB.1.4 UV appliance wavelength shorter than 320nm (UV type 4            

appliance).  

 

AS 1807.23-2000 
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Ultraviolet Germicidal Irradiation Handbook Guidelines: UVGI for Air and Surface Disinfection  

UV Exposure Limits as shown in the Table below:  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

The extensive use of the Brightgreen Wellness system will ensure the guidelines for UV-C exposure to                

humans will at all times be adhered to. With 0 J/㎡ being the norm. Conventional glass acts as an                   

appropriate filter absorbing all UV-C rays, that allows for existing spaces to be adequately sealed off to                 

protect users on the outside. Protocols such as locking the room or area in which germicidal function is in                   

use should be followed and will be prompted to be checked by the Wellness system as another level of                   

redundancy.  
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When installed, the system will be able to clean all visible surfaces and the air of viruses and other                   

microbes to 4 log levels (99.99%) whilst operating in a completely safe environment. It is to be noted                  

that, for maximum effectiveness, it should be used after classical manual cleaning to ensure that a layer                 

of dirt does not stop the sterilisation of viruses on surfaces.  

 

Brightgreen Troffer lights will be the first luminaries to be produced due to the ease of installation as                  

recessed, surface, and suspended luminaires. These fittings have been designed with dual light spectrums              

that can be controlled independently for both visible and virus killing light spectrums. These are               

controlled by the Brightgreen Wellness system to automatically switch between normal visible light             

during the day and a safe virus killing light during the night when no one is occupying the space.  

 

Use Cases : Overnight Deep Clean 6-8 hrs (4 Log 99.99% Kill Rate)  

       During Day 1/2 hr (1 Log 90% Kill Rate)  

 

Products:  Lighting Products , refer to table below:  

LIGHTING TYPE SIZE WATTAGE THEORETICALLY STERILIZED AREA 

TROFFER  600 x 600 mm 20W 14 m2 (1.5 W/m2)  

TROFFER 1200 x 300 mm 40W 28  m2 (1.5 W/m2)  

TROFFER 1200 x 600 mm 40W  28  m2 (1.5 W/m2)  

PANEL TBC TBC TBC 

LINEAR TBC TBC TBC 

 

                  Wellness Hardware: Tablets, Hub, Controllers, Stereoscopic Sensors, Motion Sensors, Relays 

                  Wellness Software: App  

 

Brightgreen is ready to produce this system in a range of different applications; from Schools, Offices, and                 

Mining camps to Aged care, pharmacies, GP clinics, and Hospitals. Contact us at Brightgreen, and we will                 

advise on the ideal solution for your project application (1300 672 499). To get started, please make                 

available a floor plan, a description of the use of space and timing, and the current lighting and control                   

systems used. There is no clear indication of how long this pandemic will last. In the meantime,                 

sustainable, innovative solutions to work around it may be the answer. 
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